Early and mid-term safety and efficacy of aneurysm treatment with the Pipeline Embolization Device (PED) has been well demonstrated in prior studies. OBJECTIVE: To present 5-yr follow-up for patients treated in the Pipeline for Uncoilable or Failed Aneurysms clinical trial. METHODS: In our prospective, multicenter trial, 109 complex internal carotid artery (ICA) aneurysms in 107 subjects were treated with the PED. Patients were followed per a standardized protocol at 180 d and 1, 3, and 5 yr. Aneurysm occlusion, in-stent stenosis, modified Rankin Scale scores, and complications were recorded. RESULTS: The primary endpoint of complete aneurysm occlusion at 180 d (73.6%) was previously reported. Aneurysm occlusion for those patients with angiographic follow-up progressively increased over time to 86.8% (79/91), 93.4% (71/76), and 95.2% (60/63) at 1, 3, and 5 yr, respectively. Six aneurysms (5.7%) were retreated. New serious device-related events at 1, 3, and 5 yr were noted in 1% (1/96), 3.5% (3/85), and 0% (0/81) of subjects. There were 4 (3.7%) reported deaths in our trial. Seventy-eight (96.3%) of 81 patients with 5-yr clinical follow-up had modified Rankin Scale scores ≤2. No delayed neurological deaths or hemorrhagic or ischemic cerebrovascular events were reported beyond 6 mo. No recanalization of a previously occluded aneurysm was observed. CONCLUSION: Our 5-yr findings demonstrate that PED is a safe and effective treatment for large and giant wide-necked aneurysms of the intracranial ICA, with high rates of complete occlusion and low rates of delayed adverse events.
L
arge and giant aneurysms of the internal carotid artery (ICA) have a poor prognosis when left untreated.
1,2 Parent artery occlusion and endosaccular coiling have been considered the standard treatment modalities for these lesions in the past. Parent artery occlusion with or without bypass 3 has been shown to result in high long-term occlusion rates in the subset of ICA aneurysms proximal to the ophthalmic segment but is associated with moderately high complication rates. 4 Conversely, endosaccular coiling of complex aneurysms, with or without stent assistance, is considered relatively safe but has been shown to result in high rates of aneurysm recanalization, often requiring retreatment. [5] [6] [7] Endoluminal reconstruction with the Pipeline Embolization Device (PED) has emerged as a viable and often preferable alternative to traditional endosaccular coiling and parent artery occlusion techniques. 8, 9 By excluding the aneurysm from the parent artery, the PED promotes thrombosis of the aneurysm sac and neointimal overgrowth at the aneurysm neck, both of which serve to prevent aneurysm growth and rupture and ultimately lead to aneurysm occlusion. 10 The Pipeline for Uncoilable or Failed Aneurysms (PUFS) study is a multicenter, prospective, single-arm interventional trial of PED for treatment of uncoilable or failed aneurysms of the ICA. We previously reported 180-d, 1-, and 3-yr angiographic and clinical outcomes, which demonstrated high angiographic success rates and low complication rates. 8, 11 Here, we report results from patients presenting for 5-yr clinical and angiographic follow-up as part of the PUFS trial.
METHODS

Study Enrollment and Patient Selection
One hundred eight patients from 10 centers were enrolled in PUFS between November 2008 and July 2009 under a US Food and Drug Administration Investigational Device Exemption. Of these, 104 subjects with 106 aneurysms constituted the effectiveness cohort of the trial and were followed for angiographic occlusion, while 107 patients constituted the safety cohort and were followed for functional outcomes and adverse events. Complete enrollment and exclusion criteria have been previously described. 8 Briefly, patients were included if they had an ICA aneurysm (petrous through superior hypophyseal segments) measuring greater than 10 mm in diameter and with a neck measuring greater than 4 mm. Patients who had undergone prior treatments (ie, endosaccular coiling or neurosurgical wrapping) of the target aneurysm were not excluded unless another endoluminal device had been previously placed across the aneurysm neck.
Treatment Description
Placement of the PED was performed as previously described. 8 In brief, all procedures were performed under general anesthesia using standard transfemoral approaches. PEDs were deployed through a 0.027-inch diameter catheter (Hi-Flow Renegade; Boston Scientific, Fremont, CA; or Marksman Catheter; ev3/Covidien, Dublin, Ireland). The size and number of PEDs placed were at the discretion of each treating operator, with a median of 3 devices used per aneurysm.
Patients were prescribed aspirin (325 mg per day orally for 2 d) and clopidogrel (75 mg per day for 7 d or a 600-mg loading dose 1 d prior to the procedure) prior to PED placement. After the procedure, patients were prescribed 325 mg of aspirin daily for at least 6 mo and 75 mg of clopidogrel daily for at least 3 mo. Most patients were maintained on combined antiplatelet therapy for 6 mo. Platelet inhibition studies were optional.
Baseline and Follow-up Assessments
Prior to placement of the PED, patients underwent a baseline neurological examination and a detailed neuroophthalmologic assessment to document visual deficits or cranial neuropathy. Patients underwent repeat neurological examinations at 30 and 180 d, and 1, 3, and 5 yr after PED placement as well as angiography at 180 d, and 1, 3, and 5 yr after placement. Mandatory neuro-ophthalmologic follow-up was limited to 180 d. 12 Follow-up imaging was interpreted by an independent Core Radiology Laboratory (CRL) consisting of 3 neuroradiologists. Each CRL member independently adjudicated aneurysms for degree of occlusion (complete occlusion, residual neck, or residual aneurysm), the presence and degree of in-stent stenosis, and the occurrence of implant migration.
At 5 yr post-treatment, 81 of 103 surviving patients in the safety cohort (78.6%) completed all mandated clinical evaluations. In the effectiveness cohort, 75 (75%) of 100 surviving subjects with 77 aneurysms had 5-yr imaging follow-up; 61 of these with 63 aneurysms underwent catheter angiography.
At 180-d follow-up, there were 15 patients who had angiographically documented incomplete aneurysm occlusions. Fourteen of these 15 subjects underwent additional angiographic studies at 3 and/or 5 yr (Table 2) .
Safety Reporting and Endpoints
An independent Clinical Events Committee reviewed and adjudicated each serious adverse event. An event was considered a serious adverse event if it met international clinical trial standard criteria (ISO 14155). Investigators were asked to judge the relationship of each adverse event to the PED, PED placement procedure, antiplatelet medication, and any pre-existing conditions.
The primary effectiveness endpoint of the study was complete occlusion of the aneurysm without major (>50%) stenosis of the parent artery or adjunctive use of complimentary embolic agent as seen on 180-d angiography and judged by the independent CRL. 8 A case was considered successful if at least 2 of the 3 CRL members agreed that it met these criteria. The same definition was used to judge effectiveness at 1, 3, and 5 yr.
The primary safety endpoint of the PUFS study was the incidence of major ipsilateral stroke (defined as an increase of ≥4 points on the National Institute of Health Stroke Scale and present after 7 d as adjudicated by the Clinical Events Committee) or neurological death within 180 d of PED placement. In the current report, we present the following prespecified secondary endpoints observed at the 5-yr time point: (1) complete aneurysm occlusion, (2) incidence of significant instent stenosis (>50%), (3) occurrence of delayed device-related adverse events, and (4) functional outcomes based on the modified Rankin Scale.
Statistical Analysis
Summary statistics (counts and percentages) were tabulated. Exact binomial confidence intervals for major study endpoints were calculated with binom.test from the base stats R library, as described here: https:// stat.ethz.ch/R-manual/R-devel/library/stats/html/binom.test.html. A posterior Bayesian distribution of the rate of complete target aneurysm occlusion was calculated by using a noninformative beta prior (1,1) distribution. Missing data resulting from lack of patient follow-up were generally ignored. All statistical calculations were performed using R (Vienna, Austria; www.R-project.org).
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RESULTS
Baseline Characteristics
Baseline characteristics were reported in the initial PUFS study. 8 Of the 108 patients with 110 aneurysms enrolled, 109 aneurysms in 107 patients were treated with PED (including 1 aneurysm treated with adjunctive coils). The mean aneurysm dome size was 18.2 mm and the mean neck size was 8.8 mm. Table 1 details angiographic occlusion rates of the aneurysms at 180 d, and 1, 3, and 5 yr post-treatment. The 180-d, 1-, and 3-yr occlusion rates were previously reported. 8, 11 At 5-yr follow-up, 61 patients in the effectiveness cohort, harboring 63 aneurysms, had catheter angiographic imaging. Among these subjects, the angiographic occlusion rate was 95.2% (95% posterior credible interval [PCI] 86.7%-99%). There were 2 neck remnants and 1 residual aneurysm (3/63; 4.76% [PCI 0.993%-13.3%]).
Angiographic Results and Retreatment
As reported earlier, 8 15 patients had aneurysm or neck remnants at 180 d. The mean diameter for these 15 aneurysms was 17.1 mm and the mean neck size was 9.1 mm. Six of these subjects (5.66% [PCI 2.11%-11.9%]) received additional endovascular treatment: 5 (4.72% [PCI 1.55%-10.7%]) with additional PEDs and 1 who developed a post-PED carotidcavernous fistula that was occluded with transvenous coils. This resulted in 4 complete aneurysm occlusions, 1 persistent neck remnant, and 1 aneurysm remnant within this subgroup at 5 yr ( Table 2 ). Of the 9 remnants at 180-d follow-up that were not retreated, 3 were occluded at 3-yr angiographic follow-up (but had no 5-yr imaging), 4 were found to be occluded both at the 3-yr catheter angiogram and at the 5-yr follow-up (3 by catheter angiography and 1 with magnetic resonance angiography), 1 had a residual neck at 5 yr, and 1 did not have follow-up imaging. Overall, 11 of the 15 aneurysms (73.3% [PCI 44.9%-92.2%]) with remnants at 6 mo had at least 1 angiographic study, demonstrating subsequent complete closure over the course of our study. Of the 4 aneurysms that were never angiographically demonstrated to be occluded, the mean diameter was 19.1 mm and the mean neck size was 14.8 mm.
The prevalence of parent vessel occlusion or in-stent stenosis in the safety cohort at 5-yr is summarized in Table 3 . Four of 66 evaluated vessels (6.06%; [PCI 1.68%-14.8%]) had ≥50% stenosis, including 3 with parent artery occlusion (all known at 3-yr follow-up) and 1 nonocclusive (50%-75%) stenosis that progressed from a nonsignificant narrowing noted at 1 and 3 yr. No delayed neurological events were recorded in these patients. Between 3 and 5 yr, no additional delayed parent vessel occlusions were reported. Overall, the number of parent vessel occlusions in our trial through 5 yr was 6 out of 109 treated vessels (5.5%; [PCI 2.05%-11.6%]); all occurring within 3 yr post-treatment. 8, 11 As seen in Table 4 , 5 of these were neurologically silent and 1 resulted in a major ischemic stroke within the 180-d primary a mRS score of 6 assigned to subjects who had died (all deaths occurred within 2 yr).
outcome assessment window in a patient that was noncompliant with antiplatelet medications. 8 At the completion of the predefined 5-yr follow-up period, 94.3% of aneurysms in the PUFS effectiveness cohort had at least 1 follow-up catheter cerebral angiogram with a median time of 3.6 yr to the last follow-up angiogram. Overall, 90.6% of aneurysms in the effectiveness cohort had at least 1 catheter cerebral angiogram showing complete occlusion. Table 5 shows the overall angiographic results for the 5-yr study period.
Delayed Neurological Complications and Functional Outcomes
Six occurrences of the primary PUFS safety endpoint of major ipsilateral stroke or neurological death were previously reported. 8 Between 180-d and 5-yr follow-ups, no additional patients experienced major ipsilateral stroke, intracranial hemorrhage, or neurological death. There were 4 deaths in our study (3.7% [PCI 1.02%-9.21%]), 3 of which occurred within the first 180 d of treatment. 8 One additional non-neurological death was reported at 2 yr post-treatment in a patient with recurrent malignancy.
There were 3 device-related serious adverse events between 180 d and 3 yr post-treatment.
11 Between 3 and 5 yr, there were no additional reported serious device-related adverse events. Eighty-one patients completed the mandated 5-yr clinical followup (Table 5) , 78 of whom (96.3% [PCI 89.6%-99.2%]) had modified Rankin Scale scores of 0 to 2 (Table 6 ). Between 3 and 5 yr, there were no reported strokes or neurological deaths.
DISCUSSION
Our examination of long-term clinical and angiographic outcomes from the PUFS trial suggests the treatment of large and wide-necked ICA aneurysms with the PED is both safe and effective. Among this cohort of patients harboring large and giant wide-neck aneurysms who underwent a 5-yr angiogram, angiographic occlusion was confirmed in over 95% of subjects with low rates of delayed neurological complications. Importantly, in those subjects with documented aneurysm remnants at 180-d angiography, complete angiographic occlusion rates with or without additional PED treatment increased with time (documented in 11 of 15 aneurysms over the course of followup), suggesting that the aneurysm healing process following PED placement occurs progressively. Despite the generally high degree of effectiveness, 5 of 106 aneurysms evaluated in the effectiveness cohort of PUFS required retreatment with PED, with 3 of these progressing to aneurysm occlusion after retreatment. Similarly, 7 of the 9 remnants identified at 6 mo that were not subsequently retreated were shown to be occluded on subsequent angiographic or magnetic resonance studies. The causes of failed treatment can be related on a case-by-case basis to a variety of factors, including (1) poor apposition of the construct to the parent vessel wall, (2) persistent runoff into branch vessels arising from the aneurysm fundus preventing involution of the aneurysm, and (3) continued transmural exchange between the aneurysm and its parent artery due to suboptimal construct scaffolding that is insufficient to support intimal overgrowth of the aneurysm neck.
14 This latter problem often complicates aneurysms arising from the outer curvature of the parent artery (where the metallic coverage provided by braided devices is lower than that at nominal opening) or under circumstances in which an inadequate number of devices or oversizing of devices is employed to treat a complex neck aneurysm. 15, 16 During the post-treatment follow-up period between 180 d and 5 yr, there were no instances of delayed aneurysm recanalization or rupture following complete angiographic occlusion. These findings are especially important in the PUFS population of wide-necked, large, and giant ICA aneurysms, given the poor natural history of these aneurysms and the challenges associated with their treatment by conventional endovascular or open surgical techniques.
1,2,17
Other single-center [18] [19] [20] [21] [22] [23] and small multicenter 24 studies have demonstrated high angiographic cure rates with flow diverter (including PED) treatment of ICA aneurysms. Complete occlusion rates in studies reporting 6 to 12-mo follow-up typically range from 70% to 93%. A meta-analysis of 29 studies reporting 1451 patients with 1654 aneurysms treated with flow diverters found complete occlusion rates of 76%. The vast majority of studies in this meta-analysis, however, reported less than 12 mo of follow-up. Studies reporting longer term follow-up generally are limited to 24 mo. One single-center series of 38 aneurysms with medium-term follow-up reported complete occlusion of all 27 ICA aneurysms by 18 mo, with progressively increased occlusion between 3 and 18 mo of follow-up. 25 Another multicenter trial of 31 aneurysms reported complete angiographic occlusion in 29 of 30 aneurysms at 2 yr, although half of the aneurysms in this series were adjunctively coiled. 24 In their single-center study of 251 large and giant aneurysms undergoing PED treatment, Saatci et al 26 reported a 91.2% complete occlusion rate at 6 mo and 94.6% complete occlusion rate at 1 to 2 yr post-treatment, supporting our observation that aneurysm occlusion following PED treatment may occasionally require longer intervals, even beyond 1 yr. This may be especially true in very wide-neck and fusiform aneurysms.
As reported by Becske et al, 8 5.6% of subjects enrolled in the safety cohort of the PUFS trial were captured by the primary safety endpoints of major ipsilateral stroke or neurological death. This included 2 patients with parenchymal hemorrhage, 1 with both parenchymal hemorrhage and ischemic stroke, 2 with ischemic stroke only, and 1 presumed neurological death of undefined etiology. Additionally, there were 2 patients with parenchymal hemorrhage resulting in transient minor neurological deficit. Between 180 d and 3 yr, there were 3 additional serious device-related adverse events (2 amaurosis fugax and 1 asymptomatic parent vessel occlusion). 11 As reported in this study, no additional major device-related complications, major neurological morbidity, or neurological mortality were observed during the 3-to 5-yr postoperative interval.
A number of retrospective studies have examined the safety of aneurysm treatment with endoluminal devices such as the PED. The International Retrospective Study of the PED examined outcomes of 793 patients with 906 treated aneurysms (including posterior circulation and ruptured aneurysms) and found a neurological morbidity and mortality rate of 8% and a spontaneous parenchymal hemorrhage rate of 2.4%. 9 In their meta-analysis, Brinjikji et al 27 found procedure-related morbidity and mortality rates of 5% and 4%, respectively, with higher morbidities and mortality seen in the treatment of posterior circulation aneurysms. Parenchymal hemorrhage rates in this meta-analysis were 3%. In a meta-analysis performed by Arrese et al, 28 delayed morbidity rates were 2.6% and late mortality rates were 1.3%. However, most patients included in these analyses did not have follow-up beyond 18 mo. Our study demonstrates no major or persistent minor neurological complications of delayed onset between 180 d and 5 yr when treating large and giant ICA aneurysms with PED alone.
Side-branch occlusion of ICU branches covered by a PED construct was not specifically recorded in the prospective PUFS trial but has been investigated in several other series. Angiographic occlusion of a covered ophthalmic artery after Pipeline embolization has been reported as high as 21% with a median of 1 to 2 PEDs. [29] [30] [31] This resulted in minimal complications, presumably due to the presence of collateral circulation. Angiographic occlusion of a covered anterior choroidal artery after Pipeline embolization was shown to be just 3.4%, with a median of 1 PED covering the anterior choroidal artery. 18 Reported occlusion rates of the posterior communicating artery are more widely variable due to variability in the anatomy of the posterior communicating artery. [32] [33] [34] [35] [36] [37] Factors likely associated with sidebranch occlusion include the number of PEDs covering the branch, the flow demand on that branch, and potential collateral circulation.
The frequency and etiologies for delayed aneurysm rupture and parenchymal hemorrhage after flow diverter treatment of intracranial aneurysms are poorly understood. The estimated rate of post-treatment parenchymal hemorrhage is 1% to 5%. Delayed aneurysm rupture is thought to occur in approximately 1% of cases, 9,27,28 typically occurring within the first 6 mo of treatment. 38 In our study, there were no aneurysmal subarachnoid hemorrhages. One cavernous aneurysm ruptured after PED placement, creating a minimally symptomatic (pulsatile tinnitus) carotid-cavernous fistula that was discovered at the 6-mo followup angiogram. 8 Retrospectively, the patient acknowledged the onset of ipsilateral pulsatile tinnitus the day after treatment, suggesting early rupture of the aneurysm.
Parenchymal hemorrhage, when it occurs, generally does so within the first month following treatment 39 and is exceedingly rare beyond 6 mo. The underlying cause is generally not known, although foreign-body emboli have been implicated in some cases. 40 In our study, 5 parenchymal hemorrhages were observed, all occurring within 30 d of treatment. 8 Of the 5 hemorrhages, 3 patients (1 with initial major neurological deficit, 2 with minor neurological deficit) recovered without neurological sequelae, and 2 died (1 due to hemispheric ischemic infarction following cessation of antiplatelet medications to manage the parenchymal hematoma). No cases of delayed intracranial bleeding were reported between 30 d and 5 yr following treatment. Thus, our trial observed a 1.9% (2/107) rate of permanent morbidity/mortality related to intracranial hemorrhage. All patients were maintained on dual antiplatelet therapy postembolization, with aspirin 325 mg daily for at least 6 mo and clopidogrel 75 mg daily for at least 3 mo. Extension of this regimen was neither regulated nor recorded for this study; however, most patients were not continued on antiplatelet medication beyond what was prescribed by the study, except when the patient may have been on such medication for other reasons (ie, cardiac). All recorded instances of postembolization intracerebral hemorrhage occurred within 14 d of embolization, suggesting etiologies related to periprocedural phenomena such as emboli. The lack of subsequent hemorrhagic events indicates to us that longer term dual antiplatelet use, remote from the procedure, is safe. Experience with intracranial and cardiac stents also tells us that the ischemic risk from in-stent thrombosis without adequate antiplatelet therapy is very high. The level of platelet reactivity was unknown, as testing was not required.
Limitations
We acknowledge several limitations to this study. First, approximately 15% of patients did not complete formal long-term follow-up mandated by the study. Thus, it is possible that the long-term angiographic and clinical outcomes may not accurately reflect true underlying success rates in the treated population. However, of the 106 aneurysms enrolled into the effectiveness cohort, only 10 (9.4%) did not have at least 1 angiographic study demonstrating complete aneurysm occlusion over the 5-yr followup course.
Because our trial was a prospective single-arm study employing a historical control, direct comparison of PED treatment to parent vessel occlusion and endosaccular coiling is not possible. However, in prospectively limiting enrollment to subjects harboring large (>10 mm) and giant aneurysms with wide necks (>4 mm), we used objective morphological criteria to select aneurysms unlikely to be successfully treated by other reconstructive endovascular or surgical techniques with acceptably low morbidity.
Our study was limited to aneurysms of the ICA from the petrous to superior hypophyseal segments. Thus, the safety and efficacy results of this study may not be generalizable to more distal anterior circulation or posterior circulation aneurysms. Moreover, the median number of PEDs used to treat aneurysms in PUFS was 3. However, the range in the number of devices used to treat each aneurysm and the variability in aneurysm sizes and morphologies included in the PUFS group make it difficult to draw conclusions as to the minimum number of devices necessary for the effective treatment of any specific aneurysm.
CONCLUSION
Endovascular treatment of large and giant wide-necked aneurysms of the ICA with the PED results in high rates of longterm angiographic occlusion with low rates of delayed neurological complications. No delayed recanalization of previously occluded aneurysms was observed. The clinical and angiographic outcomes of treating these aneurysms with the PED are superior to those reported in the literature with other treatment modalities. PED is effective and safe treatment for large and giant proximal ICA aneurysms.
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